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Abstract

:

Featured Application


SD-OCT imaging depth enhancement with improved contrast.




Abstract


We designed and fabricated a telecentric f-theta imaging lens (TFL) to improve the imaging performance of spectral domain optical coherence tomography (SD-OCT). By tailoring the field curvature aberration of the TFL, the flattened focal surface was well matched to the detector plane. Simulation results showed that the spot in the focal plane fitted well within a single pixel and the modulation transfer function at high spatial frequencies showed higher values compared with those of an achromatic doublet imaging lens, which are commonly used in SD-OCT spectrometers. The spectrometer using the TFL had an axial resolution of 7.8 μm, which was similar to the theoretical value of 6.2 μm. The spectrometer was constructed so that the achromatic doublet lens was replaced by the TFL. As a result, the SD-OCT imaging depth was improved by 13% (1.85 mm) on a 10 dB basis in the roll-off curve and showed better sensitivity at the same depth. The SD-OCT images of a multi-layered tape and a human palm proved that the TFL was able to achieve deeper imaging depth and better contrast. This feature was seen very clearly in the depth profile of the image. SD-OCT imaging performance can be improved simply by changing the spectrometer’s imaging lens. By optimizing the imaging lens, deeper SD-OCT imaging can be achieved with improved sensitivity.
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1. Introduction


Optical coherence tomography (OCT) is a high-resolution optical imaging modality that combines a wide spectral light source-based optical interferometer and a fast point scanning method. OCT finds the internal structure of living tissue by tracking the path of light reflected at the interface between materials with a different refractive index [1]. The OCT system, which is implemented based on the principle of the basic interferometer, was developed as an optical biopsy technique for non-invasive imaging of various internal diseases. OCT was first released for use in the ophthalmology field and has recently been used as a unique technique for imaging the inside of the retina. Because of its high axial resolution, OCT can also be used for the early diagnosis of diseases as it can acquire tomographic images of easily accessible skin tissues and can also detect diseases occurring in the airways, stomach, blood vessels and urethra by using optical probes developed in the form of catheters [2,3,4,5]. Thus, OCT is one of the latest optical measurement techniques and it has recently been developed as a diagnostic technique that is capable of providing multiple information beyond simple non-invasive tomographic images [6,7,8,9].



The first-generation OCT measured interference fringes over the measurement time [10]. The optical path of the reference arm is changed over time, and the difference in the optical path of the sample arm is used to identify the boundary in a sample by finding the maximum position from the visibility envelope of the interference signal. In the time-domain measurement, the location of the internal boundary of the sample is detected by coherence gating while periodically changing the light path in the reference arm. Because coherence gating generates interference fringes only when the optical path length difference (OPD) is within a coherence length, the optical path has to be mechanically changed to remain within the coherence length. However, physically changing the optical path at a high rate of repetition has been a major limiting factor in implementing high-speed real-time OCT systems.



Several improved methods have been proposed, and a repetition rate of tens of Hz can be achieved [11]. However, despite these improvements there were still some limitations in performing real-time tomographic image-based diagnosis. In principle, the movement of the reference mirror produces additional frequency components in the fringe due to the Doppler effect. Therefore, the first-generation OCT system required a bandpass filter with a wide frequency bandwidth to filter the interference signal without information loss, which is accompanied by the problem of increasing noise. Even when the optimum bandpass filter was designed, the fundamental problem of high background noise remained. When coherence gating was not applied, non-interfering signals for all wavelengths of a broadband light source were measured through a bandpass filter. To effectively address the limitations of the first-generation OCT, a different detection method was needed to obtain the same information without mechanically changing the OPD for the coherence gating. OCT that uses the new approach is known as the second-generation OCT or Fourier-domain OCT.



Second-generation OCT does not measure the interfering signal in the time domain but in the frequency domain [12]. In a given OPD, the interference efficiency according to wavelength is not the same and exhibits periodic characteristics. When the intensity of each wavelength component is measured while the optical path of the reference arm is fixed, the change in visibility in the form of a sinusoidal function is measured. The periodicity contained in the measurement signal can be extracted by using Fourier transformation [13]. This process provides site information about the sample’s internal boundaries. This information allows the non-invasive reconstruction of tomographic images of samples. Because the interference signal in the second-generation OCT is measured in the spectral domain not in the time domain, the background noise can be effectively reduced, unlike first-generation OCT where all of the wavelength components of the broadband light source are measured simultaneously. Additionally, the second-generation OCT greatly improves the speed of image acquisition with the help of a fast wavelength tuning method or high-speed line scan camera [14,15].



To perform Fourier-domain OCT, a conventional fiber optic interferometer utilizes a wavelength-tunable light source instead of the broadband light source. The output wavelength of the wavelength-tunable light source is periodically and repeatedly changed. The light intensity of each wavelength changes due to the difference in interference efficiency for the wavelength after passing through the interferometer. Therefore, the output signal of the interferometer is interpreted as an interference signal according to the wavelength component [16]. This method distinguishes wavelength components over sweeping time and measures spectral interference. The intraocular distance of the eye was successfully measured using this method [17]. Another method is to use a spectrometer consisting of a linear detector array. This method measures the interference signal at a time for each wavelength component [18]. The former method is called swept-source OCT (SS-OCT) and the latter is called spectral domain OCT (SD-OCT). SS-OCT measures a fringe signal by using a single detector and a light source capable of wavelength tuning. SD-OCT, on the other hand, consists of the broadband light source and the spectrometer. SS-OCT has been able to achieve repetition rates of several MHz owing to the continuous increase in wavelength sweeping speed [19]. An increase in the repetition rate provides the advantage of obtaining a clear image that is independent of the movement of the biological tissue and also enables the realization of a high-speed 4D image [20,21]. However, the wavelength-swept light source based on a microelectromechanical systems (MEMS) actuator has a problem in that the fringe signal sometimes appears at an OPD that is larger than the coherence length of the light source. Because the variable wavelength is mechanically driven, the phase in SS-OCT is unstable. As an alternative to addressing unstable phase performance, an akinetic wavelength sweeping source has been developed and applied to various OCT applications [22]. SS-OCT systems with high repetition rate adjustable light sources require high-speed digitizers for system configuration. Such a system configuration has a high-cost because the implementation and control measures for very sophisticated signal measurement must be applied to avoid image distortion. In contrast, SD-OCT is based on a broadband light source, so the cost of implementation is lower than that of SS-OCT. SD-OCT generally has the advantage of superior phase stability over wavelength tuning-based measurement because it typically requires no moving device. However, the SD-OCT system requires both a high-speed linear array-based spectrometer and a high-speed signal acquisition image grabber. Recently, due to the development of a USB-based high-speed spectrometer, high-speed measurements can be achieved without any image grabber. When configuring the system at 1300 nm spectral windows, the linear detector array is very expensive, which can be a major obstacle in the implementation at this spectral window. Nevertheless, the SD-OCT system has the advantage of simpler system implementation and easier operation than the SS-OCT system.



The SD-OCT system consists of a light source, interferometer, and spectrometer. As mentioned above, the light source is usually a broadband light source such as LED, superluminescent diodes (SLD), or a supercontinuum source. The interferometer may be composed of optical fibers or bulk optics if necessary. It is common to use an interferometer in the Michelson or Mach-Zehnder configuration. The spectrometer is the heart of the SD-OCT system. Signal acquisition at high speed is performed in the spectrometer, however, distortion of a fringe signal can occur. For that reason, research on SD-OCT has been focused on the development of an optimized spectrometer for measuring interfering signals without signal distortion and extending the imaging depth.



Several methods have been proposed to improve the ranging depth of SD-OCT. First, a method for improving the optical system in the sample arm can be considered. The depth of focus can be improved by using the Bessel beam of an axicon lens [23,24,25]. However, because only limited lenses can be used for this method, a signal processing-based approach has been suggested. For example, a study using a wavefront shaping technique, a method for correcting aberration, has been published [26]. A bidirectional imaging scan in the sample arm method was reported for overcoming limited image depth [27]. A full ranging method based on a phase-shifting technique doubled the depth of an image by generating complex signals from multiple images [28,29].



A method for improving the image depth in the SD-OCT using a spectrometer with a fixed number of pixels is proposed in this study. To increase the depth of the image, we need to improve the resolution of the spectrometer by increasing the number of pixels. Although a spectrometer with a fixed number of pixels is used, the pixel shift effect of moving the spectrometer can effectively increase the number of pixels by increasing the number of samples [30]. The disadvantage of this technique is that the imaging speed is limited due to the use of mechanical movement. The use of an optical frequency comb can improve the spectrum sampling function and extend image depth [31]. However, this method requires the use of a specialized device, an optical frequency comb generator, and sophisticated system control. Recently, a method for optically performing wave number linearization using a prism was used in a spectrometer [32,33]. Although the method improved the imaging depth, the optical alignment was more difficult.



The issue of the image depth of the SD-OCT is due to the spectrometer itself; thus, the ultimate solution is to supplement the spectrometer’s performance by developing an optical design with improved properties. Among the optical elements that constitute the spectrometer, the imaging lens has different optical aberration characteristics depending on the optical design, which greatly affect the distortion of the detected interference signal. The fringe signal generated by the interferometer is measured by the linear detector array in the spectrometer. An imaging lens is inserted in front of the linear detector array to focus the dispersed light beam into the pixels. The imaging lens has a light focusing function, but a spherical focal surface is formed due to the shape of the lens. This curved surface is inconsistent with the plane of the pixel measuring light intensity, resulting in a decrease in the light-receiving efficiency. The visibility of the fringe signal measured in the planar detector array is reduced depending on the aberration characteristics of the imaging lens. This problem has been mentioned in a qualitative sense in previous research [34]. The unmatched focal surface restricts the imaging depth that can be achieved in SD-OCT. However, few studies have suggested good solutions to these problems.



In this study, we designed an imaging lens with improved field curvature aberration. Spectrometers were developed using imaging lenses with different field curvature aberrations, and the differences in imaging performance due to focal plane mismatch with a planar detector array were compared. We confirmed that improving the spectrometer’s performance by reducing the field curvature aberration of the imaging lens helps to increase the contrast and ranging depth of the OCT image.




2. Spectrometer Design Process


We intend to show that simply replacing the imaging lens with improved aberration characteristics can significantly improve the imaging performance of the SD-OCT system. Because the performance of the spectrometer varies greatly according to the characteristics of the optical elements, the same optical devices were applied to each spectrometer except for the imaging lens. The imaging lenses that were utilized in the spectrometers were an achromatic doublet lens (ADL, AC254-060-B-ML, THORLABS), which is commonly used in spectrometer development, and a telecentric f-theta lens (TFL) designed to reduce field curvature aberration. To design a spectrometer that is easy to implement, most of the optical components used were commercial products, and a simple optical configuration was selected.



The optical design of the spectrometer was done according to the following procedure [35]. The single-mode fiber connected to the spectrometer has a core size of about 6 μm and the dimensions of a single-pixel of a line-scan camera (LSC, 2048 pixels, CMOS sensor, 140 kHz, SPL2048-140 km, Basler), that is, 10 μm × 10 μm. Therefore, the amplification of the spectrometer will be less than 1.67 to avoid intensity loss and cross-talk between pixels. Because the amplification of the spectrometer is given by the ratio of the focal length of the collimator and the imaging lens, the focal length of the imaging lens in front of the LSC can be determined from the amplification value. When we consider that the focal length of the collimator (F810APC-842, THORLABS) is about 36.2 mm, the focal length of the imaging lens is calculated as about 60 mm. The collimated beam with a diameter of 7.8 mm from the fiber-optic collimator is directed to a transmission grating (1800 lines/mm, a center wavelength of 840 nm, WASATCHPHOTONICS) at an incident angle of 49.1°. After passing through the transmission gratings, the spectral components are diverged according to the diffraction grating equation. To satisfy the Nyquist sampling theory, the total spectral bandwidth received by the spectrometer must be at least twice the full width at half maximum (FWHM) spectral bandwidth of the light source [36]. For this reason, each edge wavelength is designed to be 778 nm and 900 nm, respectively. The calculated diffraction angle at each edge wavelength is 40.13° and 59.77°. At the center wavelength of 840 nm, the diffraction angle is 49.11°. This results in a divergence angle of 19.64° for the designed full spectral bands. This value is also a critical factor in determining the focal length of the imaging lens. When the light beam is incident on a lens with a focal length F at an angle of θ, the height of the image at the focal position is the product of F and θ by the ABCD matrix method. As shown in Figure 1, when this is the case, the relation of Δφ × f2 = Lc must be satisfied. If the length of the active area of the LSC is 20.48 mm and the divergence angle after the transmission grating is about 19.7°, then the focal length is calculated as 59.7 mm. We can confirm that this value is in good agreement with the value obtained by considering the amplification of the spectrometer.



Most existing telecentric f-theta lenses are designed for laser processing using high power lasers with a wavelength of 1060 nm or designed for vision application with visible light. However, it is not appropriate to use this lens because the light source considered in this experiment is not a laser, but a broadband light source with a wide wavelength band of several tens of nm centered around 840 nm. Also, although scan lenses for OCT have been developed and are commercially available, we had to design and fabricate new imaging lenses because various specifications such as the lens size, the field of view, focal length, aberration characteristics and so on are not suitable for use in the spectrometer designed in this experiment. Correcting the aberration of an existing lens using multiple commercial lenses is difficult due to the different aberration effects of each lens. In addition, the use of multiple lenses increases the light loss and volume of the system. These problems limit the development of a simplified spectrometer.



The TFL was designed taking into account the spectrometer design parameters. The TFL consisted of 4 lenses made of Lanthanum glass, which has a high refractive index and is useful for correcting the chromatic and spherical aberration of the lens. The clear aperture of the first lens was 32 mm in diameter and the last lens was 22 mm. This value was intended to ensure that the light at the edge wavelength avoids cutting at the edge of the lens. The angle of incidence for the TFL was designed to be 34.2 degrees to correspond to the divergence angle of the 200 nm spectral bandwidths to accommodate the entire divergent beam, which corresponds to the total spectral bandwidth of 120 nm considered in the spectrometer design. The effective focal length was 60 mm, the focal length of the spectrometer design parameter. The scan length was 31 mm, corresponding to the 200 nm spectral bandwidths. The value was larger than the length of the LSC. The length of the TFL was 41 mm.




3. Aberration Simulation of Each Imaging Lens


Before developing the spectrometer, aberration characteristics were simulated using ZEMAX to understand the characteristics of the two imaging lenses, an ADL and a TFL. The ADL was originally designed to reduce spherical and chromatic aberrations and is commonly used as an imaging lens for spectrometers. However, in the ADL, the focal surface is formed as a curved shape. To address this problem, the TFL was designed to have a flat focal plane and significantly reduce the distortion of the focal surface.



Among the lens aberrations, simulations for field curvature and astigmatism were performed over full spectral bands, and the results can be seen in Figure 2. As the angle increased, the tangential and sagittal focal surface of the ADL became further away from the flat image plane, resulting in a maximum shifting of −1.2 mm and −0.5 mm for the tangential and sagittal ray, as shown in Figure 2a. The maximum difference between the two focal positions was 0.7 mm. The TFL showed improved field curvature and astigmatic aberration characteristics compared to the ADL. The simulation results for the TFL are shown in Figure 2b, where the tangential focal position was shifted up to 0.28 mm, and the sagittal focal position was moved up to −0.12 mm. Their maximum difference was 0.4 mm. When we considered that the FWHM spectral bandwidths correspond to an incident angle of around 4 degrees, the maximum focal shifts occurred in the tangential ray and were about 270 μm for the ADL and about 140 μm for the TFL. The minimum shifts were about 130 μm for the ADL and about 85 μm for the TFL in the sagittal ray. The TFL presented a nearly flat focal surface similar to the detector plane. The astigmatism characteristics of each imaging lens did not change significantly with wavelength, and as a result, we can confirm that the chromatic aberration was well corrected for both imaging lenses.



If the focal position is not placed on the pixel surface, the visibility of the detected spectral interference signal is poor. In the simulation results, the TFL showed better field curvature than the ADL. Therefore, we can expect that the spectrometer using the TFL will measure interference signals with enhanced visibility and an OCT image obtained with this spectrometer will have better image contrast.



When the focal length is different depending on the wavelength in the same lens, this axial aberration is called the chromatic focal shift. Simulations for the chromatic aberration of the two imaging lenses were also performed and the results were calculated for the entire spectral bandwidths, as shown in Figure 3. The ADL showed a focal shift of less than 40 μm and the TFL had a focal shift of less than 60 μm. With regard to the FWHM spectral bandwidths, the chromatic focal shifts were less than 15 μm and 20 μm, respectively. The ADL was found to have a smaller chromatic focal shift than the TFL. However, the two imaging lenses had similar values. Both imaging lenses showed nearly uniform chromatic focal length, indicating that chromatic aberration was well corrected in both lenses. The chromatic aberration characteristics of these two imaging lenses were in good agreement with the results shown in Figure 2, whereby the change in the focal position change according to the wavelengths was very small.



In the following simulation, the spot size of the beam in the detector plane was calculated. The spot diagrams were displayed in Figure 4 and Figure 5. For the ADL, the root mean square (RMS) spot radius is ~3 μm at the central wavelength and extended to ~20 μm at the edge wavelength of the FWHM spectral bandwidth, as seen in Figure 4. However, as seen in Figure 5, the RMS spot radius of the TFL was less than 2 μm at the center wavelength and increased to ~5 μm at the edge wavelength. Because the length of the single pixel is 10 μm, the spectrometer with the ADL may experience intensity loss and spectral crosstalk. Unlike the TFL, the ADL causes fringe visibility degradation at wavelengths shorter or longer than the central wavelength. The scale for the spot diagram in Figure 4 and Figure 5 was 100 μm and 20 μm, respectively.



The modulation transfer function (MTF) curve as a function of spatial frequency is given in Figure 6. The MTF curve helps us to understand the contrast characteristics of the imaging lenses. High MTF values at high spatial frequencies indicate that the SD-OCT system is able to provide bright, high-contrast imaging at deep depths. When looking at the MTF curve calculated at the three different incident angles, which correspond to the center and each edge wavelength, the two imaging lenses showed significant differences as the spatial frequency increased. The TFL presented a similar decreasing trend, regardless of incident angles, and maintained a similar MTF value at the maximum spatial frequency. However, the ADL provided very different curves depending on the incident angles and finally reached almost zero at the maximum spatial frequency. Using the TFL for the spectrometer could improve the achievable image depth and contrast. The MTF value for the TFL was between 0.4 and 0.6 at the Nyquist frequency of the LSC (50 lines/mm).




4. Experimental Setup


The light source used in the experiment was SLD (EXS210090-01, EXALOS), which had a central wavelength of 840 nm, a spectral bandwidth of 50 nm, and an output power of 12 mW. The light beam from the light source was directed to a 2 × 2 fiber optic coupler that acts as fiber-optic Michelson interferometer and is split into a reference and sample arm. The sample arm consists of a fiber-optic collimator (F810APC-842, THORLABS), an achromatic doublet lens (AC254-040-B-ML, THORLABS) and a 2-axis Galvano-scanner to perform lateral scanning over a sample. The same devices, except for the 2-axis Galvano-scanner, were used in the reference arm to match the dispersion balance. The reflected light beams from both arms were recoupled to the fiber-optic collimator and generated interference signals depending on the OPD between two arms. The interference signal is propagated through single-mode fiber to a spectrometer, where the interference signal of 2048 data points was recorded by a high-speed frame grabber (NI PCI-e 1433, NATIONAL INSTRUMENTS) as a function of the spectral components of the SLD. After removing background noise and applying the Hanning window, the spectral signal was subjected to k-linearization to convert it as a function of wavenumber. For k-linearization, a wavenumber mapping table for each wavelength was prepared prior to the experiment using five fiber Bragg gratings. The interference signal after k-linearization was subjected to a discrete Fourier transform. OCT images were reconstructed by mapping Fourier transformed 1024 data on a grayscale. A program developed using LABVIEW was used for the system operation and signal processing.




5. Experimental Results


5.1. Spectrum Measurement Using the Implemented Spectrometers


The characteristics of the spectrum measured by the two spectrometers were compared and analyzed. The measured spectra are shown in Figure 7. The spectrum measured with the spectrometer developed using the ADL (S-ADL) is shown in Figure 7a, and the spectrum measured with the spectrometer using the TFL (S-TFL) is shown in Figure 7b. To compare the spectral shape of the spectrum, each spectrum was normalized. Because the two spectrometers use the same LSC, different spectral shapes might be due to the imaging lens in the spectrometer. The spectra measured by the two spectrometers were similar to each other, and both FHWM bandwidths were equal to 42 nm.




5.2. Axial Resolution Performance Depending on the Spectrometer


We measured the point spread function (PSF) using a flat mirror at the same position of ~210 μm in OPD to calculate axial resolutions. The results seen in Figure 8 showed the same values of 7.8 μm, which was in good agreement with the theoretical axial resolution of 6.2 μm. The variation may be due to the imbalance of dispersion in the interferometer. Although the aberration effect of the imaging lens was different, the difference in the axial resolution due to the aberration effect could not be distinguished and similar spectra were obtained by the two spectrometers. If we used a light source with larger spectral bandwidths, the difference in the axial resolutions due to imaging lens aberration may become more apparent.




5.3. Point Spread Function Performance According to the Spectrometer


The difference in SD-OCT imaging performance due to the aberration of the imaging lens was more pronounced in roll-off performance than in the axial resolution. The maximum image depth was about 2.8 mm for the S-ADL and 3 mm for the S-TFL. The distance per single fast Fourier transform (FFT) bin was calculated using a gauge block and each spectrometer had values of 2.8 μm/bin and 3.0 μm/bin. Because of the telecentric nature of the TFL, the spectrum in the S-TFL may be measured over a relatively larger number of pixels than that of the S-ADL, which has a curved focal plane. A series of PSFs were measured at 300 μm intervals up to 3 mm and the results are shown in Figure 9. Normalization was based on the maximum amplitude among the PSFs. At the OPD at 2.5 mm, the axial resolutions for the S-ADL and the S-TFL were 12 μm and 7.9 μm, respectively. The S-TFL maintained better axial resolution than S-ADL at the deep imaging depth.




5.4. Sensitivity Roll-Off Characterization


The sensitivity roll-off in Figure 10 was calculated from the measured PSFs. The sensitivity roll-off of the SD-OCT system using the S-TFL was better than that of the S-ADL. The SD-OCT system using the S-ADL had an imaging depth of 0.75 mm at a sensitivity roll-off of −3 dB, and the S-TFL-based SD-OCT systems had an imaging depth of 0.89 mm at the same sensitivity roll-off. At a sensitivity roll-off of −6 dB, the imaging depth was extended to 1.16 mm for the S-ADL and 1.33 mm for the S-TFL. When we considered a sensitivity roll-off of −10 dB, we found imaging depths of 1.63 mm and 1.85 mm. Considering the results of the roll-off measurement, we can confirm that the aberration correction of the imaging lens was a critical factor in increasing the imaging depth of the SD-OCT system.




5.5. SD-OCT Imaging Performance


SD-OCT images of non-biological samples and biological samples were obtained to verify the differences in the images resulting from improved imaging lens characteristics. As a non-biological sample, OCT images of tape with multiple layers were acquired. Two OCT images are displayed in Figure 11. Each OCT image is composed of 1024 (in the axial direction) by 500 (in the lateral direction, 2.55 mm) pixels. By comparing the images in Figure 11a,b, it can be seen that the imaging depth of the OCT image acquired with the S-TFL was deeper than that of S-ADL, as confirmed by the roll-off characteristic. Three horizontal guidelines are drawn in Figure 11 for easy comparison of the image depths. At the third line from the top, the boundary of the tape is more clearly distinguished in Figure 11a compared to Figure 11b. For a more detailed comparison, depth profiles were extracted for the same A-line of each image. The depth profile for the S-TFL has a greater amplitude than the S-ADL. Even at deep depths, this feature was well preserved, as shown in Figure 11c. We already compared the curve of the MTF for each imaging lens after we obtained the simulation results. The MTF value is related to the amount of light that can be collected through the lens. Although the OCT image was obtained under the same conditions, Figure 11b shows a brighter image and improved contrast at a deep depth than Figure 11a. This result reflects the characteristics of the imaging lens, therefore, TFL which has a higher MTF value than the ADL produces better image contrast and depth. This characteristic was also confirmed when a biological sample was used.



Differences in the brightness and the imaging depth were also distinguished in the OCT image of a human palm. The OCT image shown in Figure 12a was obtained with the S-ADL and has low contrast, while the image in Figure 12b obtained with the S-TFL shows a well-defined boundary inside the tissue, even at a deep depth. As in Figure 11a,b, three guidelines are drawn in the horizontal direction. Looking at the second guideline from the top, the image obtained by the S-ADL was not distinguishable, and as the depth increased, the interface inside the tissue was not visible. However, at the same depth, we can see that the interface is more distinct in Figure 12b than in Figure 12a. This difference can be explained more clearly through a specific A-line profile. When looking at depth profiles extracted from the same location in each image, the depth profile obtained for the S-TFL maintained a higher amplitude along the depth than that for the S-ADL.





6. Conclusions


In this paper, a method for improving SD-OCT performance based on a spectrometer using an aberration-corrected imaging lens is proposed. To do this, we designed a TFL with improved field curvature aberration characteristics. ADL was chosen as a reference for comparison because it is generally adopted in spectrometers in SD-OCT systems. The ADL used is a commercial product and the chromatic aberration is corrected well, but the field curvature aberration has not yet been addressed, thus the focal plane of ADL is not flat, but curved. These characteristics were observed in the optical simulation whereas the newly designed TFL exhibited an almost flat focal plane. The chromatic focal shift feature of the TFL was similar to the ADL with well-corrected chromatic aberration. The difference in the field curvature of the two imaging lenses was dramatic with regard to the change in spot size. The TFL showed an RMS spot radius of 5 µm at the edge wavelength that matched the size of a single pixel whereas the ADL showed an RMS spot radius of 20 µm at the same wavelength. The TFL showed better performance than the ADL in regard to MTF characteristics. Therefore, for a spectrometer with the ADL, the optical loss increases as the wavelength increases or decreases from the central wavelength. This results in reduced visibility of the spectral interference signal, which decreases the imaging depth that can be achieved. This fact well explains the experimental results for the degradation of axial resolution and the roll-off characteristics at deep depths. The S-FTL maintained an axial resolution of 7.8 µm at 210 µm even when the OPD increased, but when this axial resolution of 7.8 µm was measured using the S-ADL, it increased to 12 µm as the OPD increased to 2.5 mm. According to the roll-off curve, the imaging depth at 3 dB was 0.75 mm for the S-ADL and 0.89 mm for the S-TFL, and the ranging depth at 6 dB was extended to 1.16 mm for the S-ADL and 1.33 mm for the S-TFL. The S-TFL showed better imaging depth that the S-ADL. SD-OCT images obtained for non-biological samples and biological samples, which were assessed by considering the differences in the performance of the spectrometers. In the image obtained with the S-TFL, the boundary was distinguishable even at a deeper depth due to the roll-off characteristic. As can be seen from the simulation results for aberration and spot size, the results obtained with the S-TFL were better than those obtained with the S-ADL regarding signal amplitude and contrast, and according to depth. The overall brightness of the SD-OCT images may be affected by the MTF characteristics. From the experimental results obtained with the spectrometers, we can see that the field curvature aberration correction of the spectrometer’s imaging lens contributes significantly to improving the SD-OCT imaging performance.
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Figure 1. Spectrometer design parameters. The focal length of the fiber-optic collimator is f1, the incident angle to the transmission gratings is θinc, the diffracted divergence angle is Δφ, the focal length of the imaging lens is f2, and the length of the line-scan camera (LSC) is Lc. 
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Figure 2. The field curvature and astigmatic aberration characteristics of each imaging lens. T and S mean the tangential and sagittal focal position of (a) the achromatic doublet lens (ADL) and (b) the telecentric f-theta lens (TFL). 






Figure 2. The field curvature and astigmatic aberration characteristics of each imaging lens. T and S mean the tangential and sagittal focal position of (a) the achromatic doublet lens (ADL) and (b) the telecentric f-theta lens (TFL).



[image: Applsci 10 03657 g002]







[image: Applsci 10 03657 g003 550] 





Figure 3. Chromatic focal shift calculated for (a) the ADL and (b) the TFL. 
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Figure 4. Spot diagram of the ADL at (a) the edge wavelength of 815 nm, (b) the center wavelength of 840 nm, and (c) the edge wavelength of 865 nm. The plot scale is 100 μm. The number on the right top is the wavelength used for calculation. 
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Figure 5. Spot diagram of the TFL at (a) the edge wavelength of 815 nm, (b) the center wavelength of 840 nm, and (c) the edge wavelength of 865 nm. The plot scale is 20 μm. The number on the right top is the wavelength used for calculation. 
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Figure 6. The modulation transfer function (MTF) curve for (a) the ADL and (b) the TFL at three incident angles of 0 degrees, −3 degrees, and 4 degrees corresponding to three wavelengths of 815 nm, 840 nm, 865 nm, respectively. 
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Figure 7. Spectrum measured by (a) the S-ADL, and (b) the S-TFL. 
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Figure 8. Axial resolution calculated from the point spread function (PSF) measured by (a) the S-ADL and (b) the S-TFL according to the optical path length difference (OPD). 
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Figure 9. PSF measurement results according to OPD. PSFs obtained using (a) the S-ADL and (b) the S-TFL 
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Figure 10. Sensitivity roll-off of the spectral domain optical coherence tomography (SD-OCT) system according to the OPD when using the S-ADL and the S-TFL. 
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Figure 11. OCT image of a tape obtained using (a) S-ADL and (b) S-TFL. (c) Depth profiles at the same A-line of each image. 
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Figure 12. OCT images of the palm of a human hand obtained using (a) S-ADL and (b) S-TFL. (c) Depth profiles at the same A-line of each image. 
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