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Abstract: The present study suggests a methodology for acquiring wave elevation fields using a
depth camera sensor, with assessment results for the test uncertainty. The depth camera module of
an Azure Kinect is calibrated using marker arrays on the optic table, to obtain a polynomial mapping
function between the pixel-wise and physical position. For installation of the depth camera in a
wave channel, the system is aligned using the built-in inertial measurement unit of Azure Kinect
to be perpendicular to the calm water surface. The systematic and random standard uncertainties
were evaluated from the analysis of calibration and repeated tests, respectively. The wave height
measurement results for the depth camera were compared to those for the capacitance-type and
ultrasonic wave height gauges. The test uncertainty of the depth camera increased in large wave
stiffness conditions, where the time-of-flight sensor has a disadvantage in measurement.

Keywords: depth camera; wave height gauge; calibration; test uncertainty

1. Introduction

The free-surface wave is one of the most significant research topics in naval architec-
ture and ocean engineering, particularly in fields such as bridge engineering [1–3], offshore
wind turbine design [4–6], and offshore platform design [7–10]. To comprehend the physics
of behavior at the air–water interface through experiments, quantitative features of the
phenomena, i.e., the wave height and period, have been charted using wave height gauges.
Towing tank model tests were utilized with wave height gauges to derive the response am-
plitude operator (RAO) of test models of regular waves [11–13] and analyze energy spectra
in irregular waves [14]. In addition, the wave patterns around advancing ship models and
structures in waves were measured to investigate the wave–model interactions [15–17].

To measure wave elevation, various types of wave height gauges have been used. A
capacitance-type wave height gauge is the most common, owing to its reliability and ease
of installation and operation. It is an invasive method, measuring the immersion depth of
a vertical wire fixed on the model surface or bracket. Thanks to its easy installation, the
system has been applied to measure flooding behavior in a compartment, as well as the
elevation of external waves [18–20].

An ultrasonic distance gauge is a non-invasive and inexpensive solution for wave
elevation measurement. It simply senses the distance between the probe and the water
surface using an ultrasonic time-of-flight (ToF) sensor. The ultrasonic wave height gauge
does not disturb the water surface; thus, it has advantages for measuring the wave eleva-
tion of high-speed flows where an invasive method suffers vortex-induced vibration of
probes [11,13,14,21,22].

A servo-needle-type wave height gauge uses a needle that remains in contact with
the water surface, vertically traversed by a servo motor. It swiftly responds to the wave
elevation change; thus, it enables precise measurement in rough wave conditions. However,
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owing to the size of the servo actuator, the sensor has one drawback, that is, the arrangement
is restrained in model tests [15].

The wave height gauges described above are pointwise measurement systems that
acquire the time series of the wave elevation at a certain point. To obtain a field of wave
elevation, multiple sensors are arranged, or the tests are repeated by changing the lo-
cation of wave gauges [15,23]. Such a process is quite time consuming; therefore, tests
of wave elevation field measurement and wave pattern analysis are quite rare, despite
their importance.

To obtain a wave elevation field, optical wave height measurements have been intro-
duced for tests in laboratory conditions [24,25] and observation in the actual sea [26–28].
The optical approaches were reviewed in the studies of van Meerkerk et al. [29] and
Gomit et al. [30]. The measurement principle of particle image velocimetry (PIV) and par-
ticle tracking velocimetry (PTV) was applied to water surface tracking [31]. The depth
detection mechanism of stereoscopic PIV was successfully utilized for the water surface
elevation measurement with seeded tracer particles [32,33]. The seeding particle was re-
placed by a patterned laser projection or reflected image. The projection usually requires
dye to reflect the projected pattern at the water surface [34,35]. Instead of the patterned
image projection, a laser beam array [36] and a multi-colored pattern [37] were used to
estimate the wave elevation from the deformation of the pattern. Jähne et al. [38] imaged
wave boundaries by using a light array on the flume bottom. Besides external light sources,
the polarization of reflected light on the water surface is an effective approach for wave
elevation field measurement. Zappa et al. [39] introduced the polarimetric slope sensing
method to both the laboratory and an actual river stream.

Thanks to recent advances in optical sensors, the point cloud, recognizing three-
dimensional (3D) geometry as sets of points, has been used in various fields of research [40,41].
If the point cloud is applied to wave elevation measurement, the 3D geometry of the water
surface, that is, the wave elevation field, can be ascertained. A depth camera is a common
sensor for acquiring point clouds, owing to its advantages of a cheap price and robust
hardware structure. In the field of ocean engineering, a depth camera was used for wave
elevation measurement in regular waves, and the researchers compared the results with
those for a captive-type wave height gauge [42,43]. The measurement enabled temporal
and spatial analysis of the wave height field, like the space–time Fourier wave spectrum, to
find the dominant energy modes.

Inspired by the study of Toselli et al. [42], the present study aims to assess the test
uncertainty of the wave elevation field measurement using a depth camera with calibration.
The wave elevation field measurement of the present study is similar to PIV. For studies
on test uncertainty assessment of PIV, refer to [44–46]. The calibration method using a
calibration target is suggested to correct the spatial distortion of the depth image. The
measurement uncertainty is quantified with a variation of the wave stiffness conditions. It
is compared with the uncertainty of common pointwise wave height measurement systems,
i.e., the capacitance-type and ultrasonic wave height gauges.

This paper is organized as follows. In Section 2, the test setup and apparatus for wave
elevation measurement are described. Section 3 provides the principles of test uncertainty
assessment. The calibration procedure for the depth camera is reported in Section 4. In
Section 5, the test uncertainty evaluation results are discussed. Section 6 summarizes
the research.

2. Test Setup
2.1. Depth Camera

In the present study, Azure Kinect (Microsoft, Redmond, WA, USA) was used. It is a
sensor complex containing a depth camera and inertial measurement unit (IMU) module.
The depth camera module of Azure Kinect uses ToF of infrared for measuring the distance
to the object. Figure 1 shows the design of the Azure Kinect.
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Figure 1. Configuration of optic sensors of Azure Kinect.

The IMU of Azure Kinect was used to align the sensor to be perpendicular to the
calm water surface. The IMU detected 3D acceleration; thus, it could sense the direction
of gravity, where the acceleration is recorded as 9.8 m/s2 in a stationary condition. The
measurement uncertainty of the IMU concerned the alignment of the depth camera system.
Such uncertainty was reflected in the mapping function of calibration; thus, the uncertainty
of the IMU sensor was not treated as the elemental error source in the present study.

The depth camera module is an array of infrared ToF sensors [47]. The sensor measures
the time that infrared emitted from the sensor returns after reflection on the object; after
multiplying by the speed of light, the travel distance of the emitted infrared beam is
derived. It is noteworthy that the depth measurement is not continuous like capacitance-
type and servo-needle-type wave height gauges; the maximum repetition rate of the sensor
is 30 Hz. The spatial resolution of the sensor is generally 1024 × 1024 pixels, though it
differs depending on the operating conditions.

The optical setup of the depth camera is presented in Table 1. In the present study, a
narrow field of view (FoV) and the binned setting were used, which provide minimum
distortion and noise. For the binned setup, the depth signal of a pixel is compared with
that of neighbor pixels to increase the reliability of the measurement. Therefore, the
effective spatial resolution reduces, but the noise in the measurement is significantly
suppressed [43,48].

Table 1. Optical setup of Azure Kinect [49].

Mode Resolution (Pixels) Field of Interest (◦) Frame-Per-
Second (Hz) Operating Range (m) Exposure Time (ms)

Narrow FoV—unbinned 640 × 576 75 × 65 0, 5, 15, 30 0.5–3.86 12.8
Narrow FoV—2 × 2 binned 320 × 288 75 × 65 0, 5, 15, 30 0.5–5.46 12.8

Wide FoV—2 × 2 binned 512 × 512 120 × 120 0, 5, 15, 30 0.25–2.88 12.8
Wide FoV—unbinned 1024 × 1024 120 × 120 0, 5, 15 0.25–2.21 20.3

Passive IR 1024 × 1024 Not applicable 0, 5, 15, 30 N/A 1.6

2.2. Wave Flume

Wave elevation field measurement was conducted in the wave flume of Chungnam
National University. Its length and width are 18 m and 1.2 m, respectively. The maximum
depth of the flume is 1 m, but the depth was set as 0.7 m for the present study. Figure 2
shows the test arrangement. Azure Kinect was located 600 mm above the calm water
surface. Ultrasonic and capacitance-type wave height gauges were installed near the FoV
of the depth camera.
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Figure 2. Test arrangement of wave elevation field measurement in the wave flume.

The piston-type wavemaker at the end of the flume generated regular wave trains by
controlling the stroke and period (T) of the piston motion. The period of the wavemaker
ranged from 0.35 s to 1.35 s. The generated wave was also measured using an AWP-24-2
capacitance-type wave height gauge (Akamina Technologies, Ottawa, Canada) and P49
ultrasonic wave height gauge (PIL Sensoren GmbH, Erlensee, Germany). The repetition
rate of both wave height gauges was 30 Hz, to be the same as that of the depth camera.
Measurement results for different wave height gauges were compared with the assessed
test uncertainty in the study.

For ToF measurement, the water surface should reflect the infrared; however, water
absorbs infrared rather than reflects it. To enhance the reflectivity, dyes and tracer particles
were used in previous studies [42,43]. Considering that the test is performed in a wave
flume, the required volume of dye would be excessive, although water-soluble paint
showed good performance in the depth camera operation of Toselli et al. [42]. In the present
study, a fine tracer particle that floats on the water surface and blocks infrared was used to
replace water-soluble paint. Considering the price and required amount of tracer particles,
pine pollen was selected. It is an organic material that does not pollute the drained water.

2.3. Test Cases

Figure 3 shows the test condition. The test condition was mainly determined based on
the wave stiffness (H/λ), as wave height gauges of ToF types have weak power to measure
large stiffness, for which they lose the reflected signal. The wave height (H) in Figure 3 was
estimated from the analytic solution of the moving plate in water [50]. The wavelength (λ)
was computed from the dispersion relationship of the water wave,

(
2π

T
)

2
= gktanh(kD) (1)

where D, g, and k are the depth of the flume, gravitational acceleration, and wave number
(k = 2π/λ), respectively. H/λ ranged from 1/100 to 1/12.5 in a scenario where the infinite
depth condition, i.e., λ > 2D, is not maintained for λ in some long periods, i.e., T > 0.94 s.
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For all test conditions, the wave elevation was measured using the depth camera and
capacitance-type wave height gauge. Measurement results for the capacitance-type wave
height gauge are regarded as the reference. Therefore, the reference wave amplitude (AW)
is defined as half of the wave height measured by the capacitance-type wave height gauge,
rather than the analytic solution.

Tests indicated as solid squares in Figure 3 were repeated five times for random
standard uncertainty assessment in the three conditions with wave stiffness variation
(H/λ = 1/12.5, 1/25, 1/50). Measurements of the ultrasonic-type wave height gauge were
added for the random standard uncertainty assessment test cases. For other conditions,
tests were performed one time and the trends of measurements were compared between
the capacitance-type wave height gauge and depth camera.

3. Principles of Test Uncertainty Assessment

In the present study, the test uncertainty of wave elevation measurement at a certain
point, ζ (x, y), was evaluated based on the American Society of Mechanical Engineers
(ASME) standard [51]. This section explains the procedure for estimating the combined
standard uncertainty of wave elevation measurement, uζ . The time series of wave elevation
measured by a wave height gauge is a set of instantaneous measurements rather than the
time-mean of measurements; thus, it should be treated as a single measurement. The test
uncertainty assessment aims to derive the confidence interval in which the true value is
expected to be placed with a certain probability. For a typical test uncertainty assessment, a
confidence interval of 95% is assessed.

To introduce the test uncertainty, the concept of error should be clarified. The total
error is the difference between the true value and single test results. The total error can
be divided into two elements: random error and systematic error. Like the composition
of two error elements, it is assumed that the combined standard uncertainty consists of
the random (sζ) and systematic standard uncertainty (bζ). That is obtained by calculating
the root-sum-square of two uncertainty elements, as shown in Equation (2), while the total
error is a simple sum of the random error and systematic error.

uζ =

√(
bζ

)2
+
(
sζ

)2 (2)

The random error correlates with the repeatability of the tests. If the test is repeated
infinitely, the population mean of the test results can be obtained, and the random error
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is defined as the difference between the population mean and a single test result. The
expected level of random error is defined as the random standard uncertainty. By repeating
tests of finite numbers, the sample mean and sample standard deviation, ζ and sζ , can be
obtained as follows,

ζ =
∑ ζ j

N
(3)

sζ1 =

√
∑
(
ζ j − ζ

)2

N − 1
(4)

where N is the number of measurements. The random standard deviation of the sample
mean, sζ2, considers the uncertainty of estimation of the population mean from the sample
mean. It is derived as follows,

sζ2 =
sζ1√

N
(5)

Following Student’s t-distribution, the estimation of the true population mean with
a 95% confidence level is obtained as ζ ± t95sζ2. The random standard uncertainty of ζ
measurement is derived from sζ1 and sζ2, as shown in Equation (6).

sζ =

√(
sζ1
)2

+
(
sζ2
)2

=

√√√√∑
(
ζ j − ζ

)2

N − 1
+ ∑

(
ζ j − ζ

)2

(N − 1)N
(6)

The systematic error is the difference between the population mean and true value. As
the true value is not known in most cases, only the expected level of the systematic error,
i.e., the systematic standard uncertainty, is available, rather than the specific systematic
error value. The systematic standard uncertainty of the measurement is established from
the systematic standard uncertainty of elements (bk) and its sensitivity (θk), as follows,

bζ = [∑ (bζk
)2]

1
2 = [∑(θkbk)

2]
1
2 (7)

4. Calibration Procedure

Figure 4 shows the procedure of wave height measurement using the depth camera.
The error propagation for systematic uncertainty assessment follows the procedure. The
system output is the wave elevation field, (x, y, ζ). The depth camera provides the point
cloud of pixel-wise location and measured depth (X, Y, h). The correspondence between (X,
Y, h) and (x, y, ζ) should be identified by calibration.
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The measurement is separated into three steps: finding a pixel-wise location corre-
sponding to the physical location, i.e., f 1(x, y) = (X, Y), reading the depth at the pixel-wise
location from the instantaneous point cloud data, i.e., f 2(X, Y) = h, and converting h to ζ,
i.e., f 3(X, Y, h) = ζ. Knowing that f 2 is a simple data reading, f 1 and f 3 require calibration
before measurement.

The mapping function f 1(X, Y) = (x, y) is established based on the calibration of particle
image velocimetry, which acquires the velocity field of a plane from pixel images [52]. For
two-dimensional (2D) imaging without distortion, the pixel and physical location linearly
correlate to each other; thus, the calibration from (x, y) and (X, Y) can be derived as follows,
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X = αx (8)

Y = βy (9)

The depth camera of Azure Kinect has barrel distortion of the image, and a simple
linear mapping function is applicable, as set out in Equations (8) and (9) and as shown
in Figure 4. A mapping function of polynomial form can be used to correct the distorted
image [53]. In the present study, the third-order polynomial of X and Y was used, as follows,

x = α30X3 + α21X2Y + α20X2 + α12XY2 + α11XY + α10X + α03Y3 + α02Y2 + α01Y + α00 (10)

Y = β30X3 + β21X2Y + β20X2 + β12XY2 + β11XY + β10X + β03Y3 + β02Y2 + β01Y + β00 (11)

The calibration target shown in Figure 5 was used for establishing the mapping function.
The embossed markers on a flat optic table were captured by the depth camera. The
height of the marker and the physical distance between embossed markers were 15 mm
and 50 mm, respectively. Based on the datasets of (x, y) and (X, Y) of 25 markers on the
calibration target, third-order polynomial mapping functions of Equations (10) and (11)
were derived using a Python-based custom program. The program was developed using
Scikit-learn, a machine-learning library.
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Figure 5. Calibration target (left) and depth image of the target with barrel distortion (right).

The calibration function of ζ and h (f 3 in Figure 4) was acquired by measuring h to the
calm water surface, using the depth camera, with a known distance. The same calibration
method was also applied to the capacitance and ultrasonic wave height gauges. Figure 6
shows a schematic of the distance calibration, f 3. The depth camera was vertically traversed
using a lead screw from 700 mm to 550 mm. The resolution of the vertical position
adjustment was 1 mm.
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The depth calibration function f 3 was established assuming linearity, as shown in
Equation (12). Figure 7 shows calibration results. Twelve points on the depth image
were selected for depth calibration, as shown in Figure 7a, to compare h and ζ. Figure 7b
shows the correlation between h and ζ with (X, Y) locations on the image. As ζ was
independent of X, γ1 in Equation (12) was determined to be zero, but Y showed a strong
correlation with ζ. The relationship between h and ζ-to-Y location variation was established
as Equations (13)–(16).

ζ = f3(X, Y, h) = (γ1X + γ2Y + γ3)h (12)

(Y = 60) : ζ = 1.0559h− 3.802 (13)

(Y = 120) : ζ = 1.0159h− 0.718 (14)

(Y = 180) : ζ = 0.9787h + 2.931 (15)

(Y = 240) : ζ = 0.9536h− 2.061 (16)
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(b) depth measurement results, (c) slope (γ2Y + γ3) by pixel-wise locations, (d) determination of γ2

and γ3.

Figure 7c shows the slope (γ2Y+ γ3) of Equations (13)–(16) concerning Y variation. As
shown in Figure 7d, γ2 and γ3 were determined to be −5.87 × 10−4 and 0.911, respectively.
The coefficients of Equations (10)–(12) by calibration are presented in Table 2.
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Table 2. Calibration results.

f 1(X, Y) = x f 1(X, Y) = y f 3(X, Y, h) = ζ

α30 2.10 × 10−1 β30 4.48 × 10−2 γ1 0
α21 −1.87 × 10−3 β21 1.61 × 10−5 γ2 −5.87 × 10−4

α20 2.77 × 10−6 β20 2.92 × 10−4 γ3 9.1 × 10−1

α12 2.10 × 10−5 β12 9.37 × 10−7

α11 −1.75 × 10−3 β11 −2.21 × 10−3

α10 1.94 × 10−5 β10 −7.49 × 10−6

α03 −3.94 × 10−3 β03 1.68 × 10−5

α02 −3.33 × 10−1 β02 −3.71 × 10−3

α01 2.94 β01 3.01
α00 0 β00 0

5. Test Uncertainty Assessment

As discussed in Section 4, two calibrations to acquire f 1 and f 3 were applied to the
wave elevation field measurement using the depth camera. The systematic standard
uncertainties of the elemental error sources, i.e., probe location (bx, by), resolution of depth
measurement (bf2), and uncertainty of the depth calibration (bf3), were propagated along
the data process and constituted bζ , as follows,

bζ =

√(
θ f 1

√
bx

2 + by
2
)2

+
(

θ f 3

√
b2

f 2 + b2
f 3

)2
(17)

If the physical location of the probe was given, the corresponding location on the
depth image was determined by the mapping functions of Equations (10) and (11). The
standard deviations of errors of the physical location and reconstructed location by the
mapping function in the x- and y-directions were defined as bx and by, respectively.

To quantify the reconstruction error, embossed markers for the calibration were rear-
ranged into 3 × 3 and 4 × 4. The marker locations were acquired from the depth image and
compared with the physical ones. Figure 8 shows a comparison of actual and reconstructed
marker locations. The standard deviations of the error, i.e., bx and by, were 2.2 mm and
3.4 mm, respectively.
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The sensitivity, θf1, was derived from ∂ζ/∂x and ∂ζ/∂y. This could be interpreted
as the wave slope at the probe point. If the wave was approximated in a sinusoidal
function of Equation (18), the mean wave slope or θf1 could be expressed as the function of
H/λ, as shown in Equation (19). For capacitance-type and ultrasonic wave height gauge
measurements, the systematic standard uncertainties for locating capacitance-type and
ultrasonic gauges were suggested to be 2 mm and 5 mm, respectively, by the generic
test environment.

ζ(x) = Awsin kx (18)

θ f 1 =
∂ζ

∂x
=

1
λ

∫ λ

0

∣∣∣∣ ∂ζ

∂x

∣∣∣∣dx =
1
λ

∫ λ

0
|kAwcos kx|dx =

2H
λ

(19)

To estimate bf2, the resolution of the depth measurement should be considered as 1
mm. If the measured depth is expressed as h, the actual measurement is expected to range
as in Equation (20). For a 95% confidence level, t = 2 and bf2 = 0.25 mm.

h± 0.5mm = h± t95b f 2 (20)

The systematic standard uncertainty of depth calibration, bf3, was evaluated from the
calibration data of Figure 7b. Similar to bf1, the standard deviation of the error of the actual
calibration point and reconstructed value by the calibration function f 3 was defined as
bf3. Both bf2 and bf3 concern h and ζ, and they share the same sensitivity of θf3. θf3 is the
sensitivity of h to ζ, i.e., ∂ζ/∂h was obtained from Equations (13)–(16). The mean of θf2 in
Equations (13)–(16) was 1.00. For systematic standard uncertainty of the capacitance-type
and ultrasonic wave height gauges, bf3 was assessed in the same manner as the depth
camera case, as the calibration of f 3 was performed. Table 3 summarizes the systematic
standard uncertainty assessment results for three wave height sensors.

Table 3. Systematic standard uncertainty assessment results.

Wave
Condition H/λ

Probe Location (f 1)
Depth

Measurement
(f2)

Depth Calibration (f 3) Systematic Standard
Uncertainty bζ (mm)

θf1 bX (mm) bY (mm) bf2 (mm) θf3 bf3 (mm)

Depth camera
1/12.5 0.16

2.2 3.4 0.25 1.00 0.32
0.76

1/25 0.08 0.52
1/50 0.04 0.44

Capacitance-type
wave height gauge

1/12.5 0.16
2 2 - 1.00 0.21

0.50
1/25 0.08 0.31
1/50 0.04 0.24

Ultrasonic wave
height gauge

1/12.5 0.16
5 5 - 1.00 0.51

1.24
1/25 0.08 0.76
1/50 0.04 0.58

Figure 9 shows the time-series and fast Fourier transform (FFT) analysis results of ζ in
the random standard uncertainty assessment cases indicated in Figure 3. In a large wave
stiffness condition, the waveform was characterized by high-order Stokes waves, where
the harmonic components raised the wave trough. It is noteworthy that the ultrasonic
wave height gauge lost signal at a H/λ of 1/12.5, while the depth camera maintained the
ability to measure wave elevation. The ToF sensors, i.e., a depth camera and ultrasonic
wave height gauge, showed a delay of measurement when there was a descending free
surface, which increased in larger wave stiffness conditions. The ToF sensors have a large
measurement area for one data point, which may have disadvantages when measuring
stiff surfaces, where the wave height rapidly changes in FoV. In the smallest wave stiffness
condition (H/λ = 1/50), the measurement signal of the depth camera wiggled, but it was
regarded as high-frequency noise that could be filtered in practical tests.
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Figure 9. Wave measurement results of three wave elevation measurement systems in time and
frequency domains with wave stiffness variation.

The random standard uncertainty was assessed from the standard deviation of peak
magnitudes of FFT results from five repeats. In addition, the uncertainty of estimation of the
population mean in Equation (5) was also considered. Table 4 shows the random standard,
combined standard, and expanded uncertainty with a 95% confidence interval (Uζ 95) of the
depth camera and two wave height gauges. Uζ 95 was defined via Equation (21). t95 = 2.776
was derived from Student’s t-distribution for a 95% confidence interval with four degrees
of freedom, as the tests were repeated five times.

Uζ95 = t95uζ (21)

Table 4. Random standard, combined standard, and expanded uncertainty assessment results.

H/λ H (mm) sζ1 (mm) sζ2 (mm) sζ (mm) uζ (mm) Uζ95 (mm) (Uζ95/H)

Depth camera
1/12.5 70 1.01 0.20 1.03 1.28 3.56 (5.1%)
1/25 80 0.72 0.14 0.73 0.90 2.50 (3.1%)
1/50 78 0.805 0.16 0.82 0.93 2.58 (3.3%)

Capacitance-type
wave height gauge

1/12.5 70 0.695 0.14 0.71 0.87 2.41 (3.4%)
1/25 80 0.575 0.12 0.59 0.66 1.84 (2.3%)
1/50 78 0.465 0.09 0.47 0.53 1.47 (1.9%)

Ultrasonic wave
height gauge

1/12.5 70 -
1/25 80 0.87 0.17 0.89 1.17 3.25 (4.1%)
1/50 78 0.655 0.13 0.67 0.89 2.46 (3.2%)

The capacitance-type wave height gauge had the smallest test uncertainty. Among the
two ToF sensors, the expanded test uncertainty of the ultrasonic wave height gauge was
larger than that of the depth camera, owing to greater systematic than random standard
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uncertainty from the probe location. Both random and systematic standard uncertainty
enlarged along with the increase of the wave stiffness.

Figure 10 shows a comparison of the wave amplitudes at the peak frequency measured
by the capacitance-type wave height gauge and depth camera. The size of the circle symbols
indicates the disparity of two wave height measurements, nondimensionalized by AW and
expressed in percentage terms. Disparity was found within the expanded uncertainty
range of the two sensors presented in Table 4. In general, the disparity was minimized
in H/λ = 1/50, showing the best correlation between the two sensors. The correlation
between the measurement results of the two sensors was mostly affected by the wave
stiffness, rather than wave height variation. As presented in Table 4, the disparity increased
in large wave stiffness conditions, especially for small H.
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Figure 10. Comparison of peak amplitudes measured by the capacitance-type wave height gauge
and depth camera.

6. Conclusions

The wave elevation field measurement procedure using a depth camera is suggested
with test uncertainty assessment. Two calibration stages are suggested for the correction
of distorted depth with a polynomial mapping function and depth calibration. The test
uncertainty from the spatial correction was smaller than that from the depth calibration
and measurement resolution.

Total test uncertainties of capacitance-type and ultrasonic wave height gauges were
also evaluated in the same way with the depth camera for comparison. After calibration,
regular wave fields with the wave amplitude and period variation were measured. The
capacitance-type wave height gauge showed the smallest test uncertainty; thus, it was used
as the reference. The systematic standard uncertainty of the depth camera was smaller than
that of other ToF sensors, i.e., the ultrasonic wave height gauge.

The random standard uncertainty was assessed by repeating wave amplitude mea-
surements but with wave stiffness variation. The magnitude of the random standard
uncertainty of the depth camera was comparable to the systematic standard uncertainty.
Both uncertainties increased in large wave stiffness conditions for three wave height gauges.
The depth camera maintained a measurement capability for the wave stiffness of 1/12.5,
while the ultrasonic wave height gauge suffered loss of measurement signal.

Through test uncertainty assessment, it was confirmed that the depth camera has a
test uncertainty comparable to existing pointwise wave height gauges, while it can also
measure the wave height field. The wave height field measurement can be applied to
laboratory-scale experiments and actual sea conditions for efficient measurement.
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