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Abstract

:

The treatment of critically ill patients remains an evolving and controversial issue. Mechanical circulatory support through a percutaneous approach for the management of cardiogenic shock has taken place in recent years. The combined use of IABP and the Impella 2.5 device may have a role to play for this group of patients. A simulation approach may help with a quantitative assessment of the achievable degree of assistance. In this paper, we analyse the interaction between the Impella 2.5 pump applied as the LVAD and IABP using the numerical simulator of the cardiovascular system developed in our laboratory. Starting with pathological conditions reproduced using research data, the simulations were performed by setting different rotational speeds for the LVAD and driving the IABP in full mode (1:1) or partial mode (1:2, 1:3 and 1:4). The effects induced by drug administration during the assistance were also simulated. The haemodynamic parameters under investigation were aa follows: mean aortic pressure, systolic and diastolic aortic pressure, mean pulmonary arterial pressure, mean left and right atrial pressure, cardiac output, cardiac index, left and right ventricular end-systolic volume, left ventricular end-diastolic volume and mean coronary blood flow. The energetic variables considered in this study were as follows: left and right ventricular external work and left and right atrial pressure-volume area. The outcome of our simulations shows that the combined use of IABP and Impella 2.5 achieves adequate support in the acute phase of cardiogenic shock compared to each standalone device. This would allow further stabilisation and transfer to a transplant centre should the escalation of treatment be required.
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1. Introduction


The treatment of critically ill patients remains an evolving and controversial issue. Technological progress has made various mechanical circulatory assist devices (MCADs) available for the treatment of this group of patients. Some of these devices provide haemodynamic support to a dysfunctional left ventricle through a minimally invasive implantation approach using percutaneous techniques [1,2,3,4,5,6,7]. This technological evolution allows the use of MCADs in patients with haemodynamic instability, where the speed and safety of the implant is critical, as well as in more stable patients undergoing cardiovascular interventions that are potentially associated with the risk of destabilisation. The choice of the appropriate percutaneous ventricular assist device (PVAD) system, the timing of the implant, the duration of support and the prevention of any complications are the key points in the management of patients requiring the insertion of MCADs [8]. Nevertheless, the scientific evidence remains controversial and based on the experience of each centre, leading to significant variability in indications, recommendations and implantation techniques [9,10]. Despite this variability, PVAD implants in the catheterisation laboratory has taken place with promising implications for the future.



There are many studies in the literature on the use of combined peripheral venoarterial extracorporeal membrane oxygenation (VA-ECMO) and Impella 2.5 or VA-ECMO and the intra-aortic balloon pump (IABP) for the management of patients in cardiogenic shock (CS) [2,4,5,9]. More recent experimental and clinical studies focused their attention on the combined use of Impella 2.5 and IABP in CS patients [1,11,12,13,14,15,16]. Although the results presented are controversial [17,18], it is worth exploring this aspect further and determining its true potential as a prelude to a more definitive application on a routine basis.



In the study of the interaction between the cardiovascular and respiratory systems and different types of mechanical circulatory and respiratory assistance devices, numerical and hybrid simulators have proven to be excellent tools for the analysis and understanding of the effects induced by different modes of support on haemodynamic and energetic variables [4,5,19,20,21,22,23,24,25].



The purpose of this study was to explore the use of the CARDIOSIM© software (version 8.2.1) platform [19,26] to simulate the effects induced by the simultaneous administration of drugs, the activation of the IABP and the left ventricular assist device (LVAD), Impella 2.5 (Abiomed Europe GmbH, Aachen, Germany), on cardiovascular haemodynamic and energetic variables [4]. The features of CARDIOSIM© allow IABP support to be driven from full (1:1) to partial (1:2, 1:3 and 1:4). This study consisted of a virtual CS patient [4,27,28] whose baseline status was followed by the simultaneous administration of Milrinone to simulate the decrease limit only in pulmonary vascular resistances of about 10% and the activation of IABP. In addition, the simultaneous activation of IABP (without drug administration) and Impella 2.5 was addressed. The full range of IABP setting (1:1, 1:2, 1:3 and 1:4) was considered during the drug administration [29]. Here, we further develop aspects initially addressed in a previous study by our group [30].




2. Materials and Methods


This study was designed and based on the use of CARDIOSIM©, which is a numerical simulator of the cardiovascular system developed in the Cardiovascular Numerical/Hybrid Modelling Lab (Rome) at the Institute of Clinical Physiology (IFC-CNR), in collaboration with the Department of Human Movement and Sport Sciences, “Foro Italico” 4th University of Rome, the Department of Biomedical Engineering, University of Strathclyde (Glasgow), the Department of Clinical, Internal Anesthesiology and Cardiovascular Sciences, “Sapienza” University of Rome, and the Faculty of Medicine of Teaching University Geomedi [4,5,19,21,26,31]. The software simulator consists of lumped-parameter models of the circulatory network and the time-varying elastance concept to reproduce native ventricular, atrial and septal behaviour [21,31].



The cardiovascular network between the left ventricular output and the right atrial input, developed with 0-D models, described in [5,26], consists of the following: ascending and descending aorta, aortic arch, thoracic, abdominal, upper limbs and head, renal, hepatic, splanchnic, superior, inferior and abdominal vena cava and leg sections, respectively. The circulatory network between the right ventricular output and the left atrial input, described in [26,32], was developed using the main and small arterial, pulmonary arteriole and capillary and pulmonary venous compartments.



The 0-D model described in [4,26,31,32] simulates the coronary circulation.



The numerical models of the IABP and the Impella 2.5 device implemented on CARDIOSIM© platform were modified in order to be activated simultaneously. The IABP was operated by adjusting the vacuum pressure to –10 mmHg and drive pressure to 260 mmHg, as described in [4]. For the purposes of this study, the progressive timing reduction from full (1:1) to partial (1:2, 1:3 and 1:4) assistance was implemented for the IABP [4,30].



The Impella 2.5 (Abiomed Europe GmbH, Aachen, Germany) pump was implemented on the software platform as described in [4].



The first part of the study reproduced a virtual CS patient with its baseline status according to research data [4,33,34,35,36,37], as follows: systolic aortic pressure (SAP <90 mmHg), cardiac index (CI lower than 2.2 L/min/m2), pulmonary capillary wedge pressure higher than 15 mmHg, and elevated left ventricular end-diastolic pressure (LVEDP >18 mmHg).



The second part of the study focused on the simulation settings with IABP support in full mode and simultaneous drug administration (Milrinone) to reduce the pulmonary vascular resistance only, by 10% [34]. Subsequently, the weaning of the virtual patient was simulated by activating the IABP in 1:2, 1:3 and 1:4 modes. When the IABP operated in 1:2, or 1:3 or 1:4 mode, the relevant values were calculated as average of twenty-four cardiac cycles, respectively. In the last part of the study, IABP and Impella 2.5 pump were applied simultaneously with different rotational speeds of 35,000, 40,000 and 50,000 rpm for the Impella device and full (1:1) to partial (1:2, 1:3 and 1:4) assistance for the IABP. Drug administration was not considered.



The haemodynamic parameters under investigation were as follows: mean aortic pressure (AoP), systolic and diastolic aortic pressure (SAP and DAP), mean pulmonary arterial pressure (PAP), mean left atrial pressure (LAP), mean right atrial pressure (RAP), cardiac output (CO), cardiac index (CI), left and right ventricular end-systolic volume (LVESV and RVESV), left ventricular end-diastolic volume (LVEDV) and mean coronary blood flow (CBF). The energetic variables considered in the study were as follows: left and right ventricular external work (LVEW and RVEW) and left and right atrial pressure-volume area (LAPVA and RAPVA) [5].




3. Results


A virtual CS patient was developed according to research data [4,33,34,35,36,37] (Figure 1) using CARDIOSIM© (8.2.1) software.



Figure 1 shows that the systolic aortic pressure is lower than 90 mmHg, the cardiac index is lower than 2.2 L/min/m2 (panel d), the pulmonary capillary wedge pressure is 23.7 mmHg and the left ventricular end-diastolic pressure is higher than 18 mmHg. The relationship graph of the cardiac index (CI) and capillary wedge pressure (CWP) (panel (f)) shows the four different regions, describing the following:




	
the normal haemodynamic condition (green rectangle);



	
cardiorespiratory disease induced by insufficient CO (red rectangle);



	
hypoperfusion state caused by fluid-volume depletion (blue rectangle);



	
low flow rate (yellow rectangle) requiring either drug therapy or IABP device, or ventricular assist device (VAD) support.








The simulated CS patient’s conditions show that the CI–CWP relationship presents a yellow point in the blue region (panel (f)), i.e., the hypoperfusion state caused by fluid-volume depletion.



Figure 2 shows the results obtained when drug administration and IABP support were applied simultaneously. In this case, the IABP was driven in 1:4 mode. The left and right ventricular pressure-volume loops are plotted (in panel A and B, respectively) for four cardiac cycles: three cycles are without assistance (IABP off) and one cycle is with assistance (IABP on).



Panel C shows sixteen aortic and left ventricular pressure waveforms. After three unassisted waveforms, one assisted waveform follows. Finally, the point representing the relationship between the two parameters moves from position G (in the blue rectangle) to position F (in the green rectangle) on the CI–CWP graph.



Starting from baseline conditions, the effects induced on the RVEW, LVEW, RAPVA and LAPVA by the IABP activation in full and partial modes are represented in Figure 3. The top-left panel shows that the IABP (driven in full mode) without and with drug administration increased the RVEW by 25% compared to the baseline conditions. The simultaneous simulation of drug administration and IABP driven in partial (1:4) mode gave a 6% increase. The IABP support (full mode) decreased the LVEW regardless of the drug administration. The intra-aortic balloon pump increased LVEW when driven in partial mode (top-right panel).



The IABP support increased the RAPVA regardless of the drug administration (bottom-left panel), while different effects were induced on the LAPVA (bottom-right panel). The haemodynamic effects induced by different IABP settings and drug administrations are reported in Figure 4.



Simulation of simultaneous drug administration and IABP driven in full and partial (1:2) modes showed an increase of more than 15% (16%) in the CO (AoP) according to the research data (top- and bottom-left panels). A reduction of more than 20% was recorded for the left atrial pressure (bottom-right panel). Finally, an increase in the coronary blood flow of between 6% and 17% was obtained for all the IABP actuation modes (top left panel).



Figure 5 shows the effects induced on the left ventricular end-systolic volume (top-left panel), left ventricular end-diastolic volume (top-middle panel), mean right atrial pressure (top-right panel), mean pulmonary arterial pressure (bottom-right panel), systemic arterial elastance (bottom-middle panel) and right ventricular end-diastolic volume (bottom-left panel).



The following are the effects induced on the haemodynamic and energetic variables by the simultaneous activation of the IABP and the Impella 2.5. The drug administration was not simulated to avoid interference with the simultaneous activation of the two support systems. The effects induced by the simultaneous activation of the IABP in full mode (1:1) and the Impella 2.5 pump on the left atrial pressure, left atrial pressure-volume area (LAPVA), total flow, superior vena cava flow, coronary blood flow and cerebral flow are plotted in Figure 6. The LVAD was activated with different rotational speeds (i.e., 35,000, 40,000 and 50,000 rpm). The simultaneous activation of the two devices induced a reduction of approximately 22% in the LAPVA, a 25% increase in the total flow and an increase of approximately 25% in the CBF when the rotational pump’s speed was set to 50,000 rpm. The increases and reductions were calculated with respect to the values measured in pathological conditions. The superior vena cava and brain blood flow showed increases of approximately 15% and 6%, respectively, when the IABP alone was driven in full mode.



Figure 7 shows the results obtained when both the IABP driven in the 1:4 mode and the Impella 2.5 with a rotational speed of 40,000 rpm were applied simultaneously. Four cardiac cycles are plotted in the left (A) and right (B) ventricular pressure-volume planes: three cycles without assistance (IABP off) and one cycle with assistance (IABP on).



The comparison between the effects induced on some of the haemodynamic variables by the simultaneous activation of the IABP (driven in full and partial modes) and the Impella 2.5 pump (activated with different rotation speeds, i.e., 35,000, 40,000 and 50,000 rpm) is shown in Figure 8. The simulations performed in this study highlighted that for the coronary blood flow, the assistance provided with the IABP driven in full and partial modes and the drug administration produced similar effects to those induced by the simultaneous activation of the IABP (in full and partial modes) and the Impella 2.5 with a rotational speed of 35,000 rpm (white bar and bar with vertical red line in the left panel in Figure 8).



In contrast, different effects were observed on the left ventricular ejection fraction (the white bar and the bar with the vertical red line in the top-middle panel), where the simultaneous application of the IABP and Impella 2.5 generated higher percentage variations compared to the application of the IABP (driven in full and partial modes) and the drug administration (Figure 8). The top-right panel (bottom-middle panel) shows that the combination of the IABP (driven in partial mode) and the LVAD (with a rotational speed of 50,000 rpm) induced a reduction of between 25.6% and 19.88% (25.95% and 22.84%) in the left ventricular end-diastolic volume (left atrial pressure). Finally, the same combination of devices (driven in the same conditions) produced an increase of between 26.2% and 21.35% in the right atrial pressure-volume loop area (bottom-right panel in Figure 8).



The combined action of the two devices produced opposite effects on the left ventricular pressure-volume area (left panel in Figure 9) and the right PVA (top-middle panel). In both cases, the highest percentage variations occurred when the LVAD was set to 50,000 rpm. The effects induced on the systemic arterial pressure and systemic arterial elastance were opposite to each other, but in both cases, they were higher when the IABP was activated in the 1:2 mode (top-right and bottom-middle panels in Figure 9, respectively).




4. Discussion


Acute myocardial infarction, acute decompensated heart failure and post-cardiotomy failure are the common scenarios leading to cardiogenic shock. The aim is timing of interventions to stabilise the condition and buy time for the next step. The IABP and Impella 2.5 are commonly available in acute settings, either in theatres or in the catheterisation laboratory, where they are mainly used as standalone devices. Their combined use was previously proposed based on experimental evidence [38]. Our simulations show that the highest level of left ventricular unloading is achieved with the combined use of the Impella device at 50,000 rpm and the IABP activated in the 1:2 mode (Figure 9). The Impella device seems to play a major role. The same setting provides a significant increase in coronary blood flow and left ventricular ejection fraction (Figure 8). When the IABP is fully activated (1:1), the highest effect is again achieved with the Impella device at 50,000 rpm (Figure 6 and Figure 7). The outcome of our simulations confirms that the combined use of the two devices seems to achieve a synergistic effect in terms of left ventricular unloading, organ perfusion with particular reference to coronary and cerebral blood flow and oxygen demand/supply. This seems to match the experimental setting [38]. These findings suggest that the combined use of IABP and the Impella device may play a key role in acute settings in terms of the stabilisation of cardiogenic shock, with a view to upgrading to a more advanced device should the escalation of treatment be required. This would allow sufficient time for transfer to a transplant centre to carry out the procedure. Although the 1:4 mode for IABP is not used in clinical practice, it has been included for comparison purposes. The degree of assistance may be tailored according to the group of patients and the scenarios faced. A simulation approach may be of value in terms of clinical decision making. Although little is known about long-term outcomes beyond the first 30 days, this should not be a deterrent but, rather, a motivation to push the boundaries and find solutions to address this problem. Undoubtedly, there remains an ongoing elevated mortality risk even in surviving patients, who require long-term follow-up [39]. Additionally, morbidity in terms of the increased need for home support or transition to long-term care may generate discussions about patients’ willingness to undergo risky interventions, which may improve survival but increase dependence. Teams caring for patients with CS need to recognise this sustained, ongoing risk and further review their approach to ensure sustained, ongoing care. High-intensity follow-up, aggressive medical treatment and device-based intervention for heart failure may help to modulate risk when failure occurs in an acute CS setting. The outcome of our simulations gives a valid theoretical background to the experimental findings and largely contrasts the questionable outcome of the IMPELLA-STIC study [40], in view of its significant limitations. This may help to alleviate the current controversy and support the argument for the potential superiority of the combined use of the Impella device and IABP in acute settings with relatively low mortality, despite the high-risk features of these patients [1]. The selection criteria remain key aspects in terms of suitability and potential benefits [41]. The IABP and Impella remain short-term circulatory support devices, with specific advantages and limitations [2,9]. Nevertheless, their use can be of significant value in acute settings in terms of haemodynamic stabilisation, with a view to recovery and weaning off the device, or escalation to a more advanced form of circulatory support in a tertiary referral transplant centre. The development of expertise in selected and strategically placed non-transplant centres may be more affordable compared to the amount of resources required for additional, highly specialised units. This would potentially give a different direction to the management of cardiogenic shock in terms of case load, skill retention and outcomes based on close cooperation between centres. Clinical trials on cardiogenic shock are difficult to conduct due to multiple factors and may lead to premature termination, inconclusive results and a lack of value [42]. A simulation approach combined with clinical observation may address the problem through a different perspective.




5. Conclusions


Mortality and morbidity in cardiogenic shock remain high despite efforts aimed at improving in-hospital or 30-day survival through revascularisation, the use of mechanical circulatory support and medical treatment optimisation. A focus on early intervention to prevent further deterioration may have a role to play. This may be achievable if designated non-transplant centres are available to offer the necessary expertise. Our simulations show that the combination of IABP and the Impella device offers sufficient support to address the acute phase and allow transfer to a transplant centre should escalation to more advanced support be required. Close co-operation between clinicians and engineering scientists may help with treatment optimisation and outcome prediction for different groups of patients.
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Figure 1. Virtual CS patient developed according to literature data. Panels (a,e) show the left and right ventricular loops, respectively; panels (h1,h2,g) show the instantaneous waveforms of aortic (Pas) and left ventricular (Plv) pressures, pulmonary capillary, (Pcap) pulmonary venous (Pvp) and left atrial pressures (Pla), respectively, and pulmonary arterial (Pap) and right ventricular pressures (Pra). Panels (b1,b2) show the mean values of pressures and flows (AoP≡Pas is the mean aortic pressure, 87.3 is the systolic aortic pressure (SAP) and 48.2 is the diastolic aortic pressure (DAP); CBF is the mean coronary blood flow). Panel (c) shows the left and right ventricular end-systolic and end-diastolic volumes, the stroke volume and the ejection fraction. Panel (d) shows the CI, systemic (pulmonary) arterial elastance and left (right) ventricular-arterial coupling. Finally, panel (f) reproduces the cardiac index (CI) and capillary wedge pressure (CWP) relationship. 
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Figure 2. Panel (A,B) shows the left (right) ventricular pressure-volume loops. Plv≡LVP; Vlv≡LVV (left ventricular volume); Prv≡RVP; Vrv≡RVV (right ventricular volume); Pas≡AoP. Sixteen aortic and left ventricular pressure waveforms are plotted in panel (C). In this case, the IABP was driven in 1:4 mode and drug administration was simulated by reducing the pulmonary vascular resistances by 10%. On CI–CWP graph, the rectangle point moves from G position (IABP off) to F position (IABP on). 
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Figure 3. Data representing the percentage changes in relation to virtual pathological (CS) condition. The red columns represent the percentage changes when IABP was activated in full mode (1:1). The purple, yellow, light blue and green columns show the percent changes when the effects of the drug administration and IABP (driven in partial mode) are simulated simultaneously. When the IABP operates in 1:2, or 1:3 or 1:4 mode, the values presented in this paper are calculated as average values of twenty-four cardiac cycles, respectively. 
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Figure 4. The data represent the percentage changes in relation to virtual pathological (CS) condition. The red columns represent the percentage changes when IABP was activated in full mode (1:1). The purple, yellow, light blue and green columns show the percentage changes when the effects of the drug administration and IABP (driven in partial mode) were simulated simultaneously. The percent changes of CO (coronary blood flow) are reported in the top-left (-right) panel. The bottom-left (-right) panel shows the mean aortic pressure (left atrial pressure). 
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Figure 5. Data represent the percentage changes in relation to virtual pathological (CS) condition. The red columns represent the percentage changes when IABP is driven in full mode (1:1). The purple, yellow, light blue and green columns show the percentage changes when the effects of drug administration and IABP support (driven in 1:2, 1:3 and 1:4 mode) are simulated simultaneously. When the IABP operates in 1:2, or 1:3 or 1:4 mode, the values are calculated as average values of twenty-four cardiac cycles, respectively. 
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Figure 6. Effects induced by simultaneous application of IABP driven in full mode (1:1) and Impella 2.5 (driven with rotational speed set to 35,000, 40,000 and 50,000 rpm) on left atrial pressure-volume loop area (top-left panel), left atrial pressure (top-middle panel), superior vena cava flow (bottom-left panel) coronary blood flow (bottom-middle panel) and brain flow (bottom-right panel). The effects on total flow (i.e., cardiac natural flow pus Impella flow) are represented in the top-right panel. 






Figure 6. Effects induced by simultaneous application of IABP driven in full mode (1:1) and Impella 2.5 (driven with rotational speed set to 35,000, 40,000 and 50,000 rpm) on left atrial pressure-volume loop area (top-left panel), left atrial pressure (top-middle panel), superior vena cava flow (bottom-left panel) coronary blood flow (bottom-middle panel) and brain flow (bottom-right panel). The effects on total flow (i.e., cardiac natural flow pus Impella flow) are represented in the top-right panel.



[image: Bioengineering 10 01434 g006]







[image: Bioengineering 10 01434 g007] 





Figure 7. Panel (A,B) shows the left (right) ventricular pressure-volume loop. Plv≡LVP; Vlv≡LVV (left ventricular volume); Prv≡RVP; Vrv≡RVV (right ventricular volume); Pas≡AoP. Sixteen aortic and left ventricular pressure waveforms are plotted in panel (C). In this case, both IABP driven in 1:4 mode and Impella 2.5 with rotational speed of 40,000 rpm were applied simultaneously. The rectangle point moves from E position (IABP off) to D position (IABP on) on the CI– CWP graph. 
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Figure 8. White, yellow and green bars representing the effects induced by IABP driven in 1:2, 1:3 and 1:4, respectively, when drug administration simulated is available in the left and top-middle panels on graphs. Data represent the percentage changes in relation to virtual pathological (CS) condition. The bars with vertical (horizontal) lines indicate the percentage change of a variable when the LVAD rotational speed was set to 35,000 (40,000) rpm, while the bars with oblique lines were obtained for a rotational speed of 50,000 rpm. The simulations were performed setting the IABP in 1:2 (white bars with red lines), 1:3 (yellow bars with red lines) and 1:4 (green bars with black lines) mode. 
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Figure 9. The left (top-middle) panel shows left (right) pressure-volume area; systolic aortic pressure, systemic arterial elastance and pulmonary arterial pressure are available in the top-right, bottom-middle and bottom-right panels, respectively. The bars with vertical (horizontal) lines indicate the percentage change of a variable when the LVAD rotational speed was set to 35,000 (40,000) rpm, while the bars with oblique lines were obtained for a rotational speed of 50,000 rpm. The simulation was performed by setting the IABP in 1:2 (white bars with red lines), 1:3 (yellow bars with red lines) and 1:4 (green bars with black lines) modes. 
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