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Abstract

:

The present paper reports a new application: the voltammetric determination in herbal medicines of ultra-trace thallium(I), in the presence of lead(II), tin(II) and antimony(III) as interfering metals, by square wave anodic stripping voltammetry (SWASV). A conventional three-electrodes voltammetric cell was employed with a stationary hanging mercury drop electrode (HMDE) as working electrode and a platinum electrode and an Ag|AgCl|KClsatd. electrode as auxiliary and reference electrodes, respectively. The supporting electrolyte was 0.5 mol L−1 ammonium citrate buffer pH 6.5 + 7.3·10−3 mol L−1 EDTA-Na2. The analytical procedure was verified by the analysis of the standard reference materials: spinach Leaves NIST-SRM 1570a and tomato leaves NIST-SRM 1573a from National Institute of Standards and Technology. Precision and trueness, expressed as relative standard deviation and relative error, respectively, were generally lower than 7% in all cases. Once set up on the standard reference materials, the analytical procedure was transferred and applied to herbal medicines samples—Taraxacun officinale weber, Eucalyptus globulus and Harpagophytum procumbens DC—sold on the market. A critical comparison with spectroscopic measurements is also discussed.
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1. Introduction


Anthropic activities produce unsustainable accumulation of persistent toxic substances in the environment, resulting in danger for food safety. Toxic metals are one of the most deleterious pollutants because they tend to concentrate in all environmental matrices. Matrices involved in the food chain, where the consequences on human health and wildlife may be irreversible [1,2,3,4,5,6], are particularly affected. Indeed, some of these metals are hazardous at any concentration level, while some others become toxic only beyond a specific safety threshold. In this sense, it is very important to determine these species at trace and ultratrace concentration levels, especially considering the fact that several metals may present high risks of toxicity to humans even at very low levels of concentration [1].



In the last decade, much scientific attention has been addressed to thallium, as a new generation polluting metal [7]. This metal, almost ignored or not considered for a long time, has only recently attracted attention because of its ever-increasing use in agriculture, its activity closely linked to most types of food. This implies its strong presence in the environment, with serious health problems arising when it enters food matrices.



Metals are not only integral parts of the food chain, but also of nutritional supplements, which encompass a wide spectrum of products including vitamins and mineral salts, botanical and herbal agents (herbal remedies/medicines), as well as enzymes and a great variety of extracts. Several million people worldwide use these products daily for a number of reasons including nutritional and medicinal, but also to obtain performance-enhancing effects. In this context, the herbal medicines are dominant among food supplements being used as non-conventional medicines, sometimes in place of conventional medicines. For this reason, checking them for toxic metals is important.



Herbal medicines have been used throughout the Orient for millennia. However, in recent decades, the use of herbal medicines in the western world has been widespread and decidedly increasing. These are plant-derived products used for medicinal and/or nutritional purposes. They include a wide spectrum of substances ranging from homemade tisanes to the nutritional and body-care products. Although people generally consider herbal medicines as natural and safe products, i.e., health-risk free, there seems to be very little scientific evidence to support this conviction. Conventional medications are purified and stable compounds, whose dose range is optimized during clinical and post clinical trials, especially to minimize side effects due to eventual toxicity. On the contrary, herbal medicines are crude plant-derived extracts that may potentially show a greater number of serious adverse effects [1,8,9,10,11,12]. However, considering the unregulated nature of their manufacture, the main problem concerns the fact that, unfortunately, the access to such products is largely unrestricted because it is possible to purchase them without the need of medical prescription.



The World Health Organization (WHO) and US Food and Drug Administration (FDA) recommend that medicinal plants forming the raw materials for the finished products be checked for the presence of heavy toxic metals, setting maximum permissible limits only for mercury (1.0 ppm), lead (10.0 ppm), cadmium (0.3 ppm) and arsenic (10.0 ppm) [13,14,15]. A decision about the permissible limits for other metals has not been taken yet, maybe because many of them are considered as micronutrients, and potential harmfulness in large quantities is consequently not adequately taken into account.



Among the already assessed instrumental techniques, spectroscopy is the most widely used to determine toxic metals in medicinal plants [16,17,18,19,20]. Spectroscopic techniques have also been employed to generate fingerprints of herbal medicines [21,22] which, in combination with chemometric methods, are used for origin recognition [23] and fraud identification [24].



As previously reported, for some years our laboratories have undertaken an important line of research on the development of analytical methods for the determination of polluting metals of new generation, thallium and platinum group metals (PGMs), in environmental matrices.



Regarding herbal medicine matrices, only recently interest has been addressed to the development of analytical procedures for the voltammetric determination of toxic metals in such complex matrices [16,25,26,27] (and references therein). Considering the absence, at least to our knowledge, of studies concerning the determination of thallium in herbal medicines, it seemed interesting to develop the voltammetric method for the determination of thallium in such matrices, and to compare the results with spectroscopic measurements.




2. Materials and Methods


2.1. Reagents and Reference Solutions


All chemicals were suprapure grade (Merck, Darmstadt, Germany). Water was demineralized through a Milli-Q system (Millipore, Darmstadt, Germany). Acidic stock Tl(I) solution (TlNO3 in HNO3 0.5 mol L−1, 1000 mg L−1 Tl from Merck, Darmstadt, Germany) was employed to prepare reference solutions and to perform spiking of standard reference materials. Spinach leaves NIST-SRM 1570a and tomato leaves NIST-SRM 1573a (Gaithersburg, MD, USA) were employed as standard reference materials to optimize and set up the analytical procedure.




2.2. Sample Preparation


To solubilise standard reference materials and herbal medicines—Taraxacum officinale Weber, Eucalyptus globulus and Harpagophytum procumbens DC—, a mixture of concentrated acids HNO3-HCl-H2SO4 (30.8% v/v, 30.8% v/v, 38.4% v/v, respectively) was employed, using a mineralization method applied for similar matrices [26].



Approximately 1.0 g of vegetable matrices was accurately weighed into a Pyrex digestion tube calibrated at 25 mL, then 4 mL of 69% w/w HNO3 + 4 mL 37% w/w HCl + 5 mL of 96% w/w H2SO4 were added. The tube was connected to a Vigreux column condenser, and subsequently inserted into a cold home-made block digester. The temperature was gradually raised to 150 °C and this final temperature was maintained for the whole mineralization time (2 h). The mixture was evaporated to dryness and, after cooling, the soluble salts were dissolved in 25 mL of water demineralized through a Milli-Q system, or of the supporting electrolyte employed for the voltammetric measurements. Aliquots of the acidic standard solution of Tl(I) were eventually added for spiking.




2.3. Voltammetry


Square wave anodic stripping voltammetric (SWASV) scans were performed using a Multipolarograph AMEL (Milan, Italy) Mod. 433. Three-electrode measuring cells were employed using a stationary hanging mercury drop electrode (HMDE) as the working electrode, an Ag|AgCl|KClsatd. electrode and a platinum-wire as reference and auxiliary electrodes, respectively. The blank was directly subtracted during the acquisition of polarograms.



Sample aliquots (10-mL) of supporting electrolyte or of solutions obtained in the mineralization step of the standard reference material (spinach leaves BCR-CRM 1570a, tomato leaves NIST-SRM 1573a) and of real samples, were pipetted into the voltammetric cell. In the case of standard reference materials, spiking was performed by adding aliquots of the standard solution of the analyte [26]. Before performing measurements, the Teflon voltammetric cell was rinsed with supra-pure concentrated 1:1 HNO3 and then several times with demineralised water obtained by a Milli-Q apparatus to prevent accidental contamination. Standard additions were performed by disposable plastic tips. Prior to analysis, solutions were thermostated at 20.0 ± 0.5 °C and de-aerated with MilliQ-water-saturated pure nitrogen for 5 min. During the experiments, solutions were kept under a nitrogen blanket. During the purge step, solutions were stirred with a Teflon-coated magnetic stirring bar.



Ammonium citrate buffer (0.5 mol L−1) pH 6.5 + 7.3·10−3 mol L−1 EDTA-Na2 was employed as the supporting electrolyte using the following experimental conditions: deposition potential Ed (V/Ag, AgCl, KClsatd.): −1.150; initial potential Ei (V/Ag, AgCl, KClsatd.): −1.200; final potential Ef (V/Ag, AgCl, KClsatd.): −0300; electrodeposition time td (s): 420; delay time before the potential sweep tr (s): 10; potential scan rate dE/dt (mV/s): 100; superposed potential amplitude ΔE (mV): 50; sampling time τ (s): 0.010; wave period υ (s): 0.100; wave increment η (mV): 10; stirring rate u (r.p.m.): 600.




2.4. Spectroscopy


Electro-Thermal Atomic Absorption Spectroscopy (ET-AAS) measurements were performed using a Perkin-Elmer Mod. A-Analyst 100 Atomic Absorption Spectrometer equipped with a deuterium background corrector, Autosampler AS-72 and with HGA 800 graphite furnace. Single-element Lumina (Perkin-Elmer, Waltham, MA, USA) hollow-cathode lamps were used. All measurements were carried out once the relative ashing and atomization curves had been set up for each element considered [28].



The instrumental settings used were the following: wavelength (nm): 276.8; slit (nm): 0.7; drying temperature (°C): 110; charring temperature (°C): 1050; atomization temperature (°C): 1650; matrix modifier: 0.015 mg Pd + 0.01 mg Mg(NO3)2; sample volume injected: 20 μL; argon flow: 300 mL min−1 at all steps except during atomization (60 mL min−1).





3. Results and Discussion


3.1. Aqueous Reference Solutions


For the thallium voltammetric determinations, a preliminary study was performed employing the relevant aqueous reference solutions. The blank concentrations for all the investigated elements (see Figure 1) were lower than the respective limits of detection (LOD) expressed according to International Union of Pure and Applied Chemistry [29] (3.3 times the standard deviation of the blank or the standard deviation of regression for a linear calibration model). In this case, LOD was calculated on n = 10 blank signals.



Using the instrumental conditions reported in Section 2.3 and Section 2.4, the analytical calibration function was constructed in the aqueous reference solutions, and its equation is the following:


area (μA·V) = (1.13 ± 0.04) (μA·V) + (0.0178 ± 0.0002) (μA·V·μg−1·kg)·cadded (mg kg−1)



(1)




where cadded is the added-concentration. In the concentration range investigated (up to 10.0 µg L−1), a linear ip vs. metal concentration relationship was found for each individual element. In all cases, the determination coefficients were good (R2 > 0.9989).




3.2. Interferences from Pb(II), Sn(II), and Sb(III) in the Tl(I) Determination and Choice of the Supporting Electrolyte


Regarding the composition of the supporting electrolyte, it should be emphasized that the presence of EDTA-Na2 was necessary to obtain better resolution for the Tl(I) in the presence of Pb(II), Sn(II), and Sb(III) [30,31], thus solving the lack of selectivity. In fact, the use of EDTA in order to separate interfering peaks has been known for over half a century [32]. Indeed, in the environmental ecosystems Pb(II), Sn(II), and Sb(III) are always present. Unfortunately, in all the matrices they show a peak potential very close to Tl(I). In the supporting electrolyte employed without the presence of EDTA-Na2 the peak potentials Ep (V/Ag|AgCl|Cl−satd.) were: Ep Tl(I) = −0.495 ± 0.010; Ep Pb(II) = −0.549 ± 0.015; Ep Sn(II) = −0.629 ± 0.015 and Ep Sb(III) = −0.737 ± 0.010.



The problem was decidedly important, considering that the same problem was also present in the standard reference material and in the real samples collected in the sampling sites. In this case, our methodological procedure proposed the possibility of shifting the interfering peaks towards more cathodic potential values by adding EDTA-Na2. Indeed, the presence of EDTA-Na2 shifted towards more cathodic potential the values of all the four elements: Tl(I): −0.515 ± 0.010; Pb(II): −0.673 ± 0.010; Sn(II): −0.813 ± 0.015 and Sb(III): −0.961 ± 0.015 V vs. Ag|AgCl|Cl−satd.. Evidently, the new peak position of the elements allowed their resolution and also their quantitative determination, and the proposed analytical procedure, with the addition of EDTA-Na2, allowed us to determine, beyond Tl(I), also Pb(II), Sn(II), and Sb(III). Figure 1 shows the square wave anodic stripping voltammograms of the four elements in the absence (Figure 1a) and the presence (Figure 1b) of EDTA-Na2.




3.3. Limits of Detection


In the aqueous reference solution and in the solutions obtained by digestion of standard reference materials, the limits of detection for both techniques (voltammetry and spectroscopy) were obtained by applying the equation LOD = (K sy/x)/b [33], where sy/x and b are the estimated regression standard deviation and the slope of the relevant analytical calibration function, respectively. K = 3 was chosen in order to obtain the limits of detection [29]. The results are reported in Table 1.




3.4. Quality Control and Quality Assessment


Standard reference materials—spinach leaves NIST-SRM 1570a, tomato leaves NIST-SRM 1573a were used to validate the analytical procedure, determining its accuracy. The results are reported in Table 2. Under the experimental conditions employed, precision in terms of repeatability [29,33], expressed as relative standard deviation (sr%) of five independent determinations, was generally lower than 6% in all cases, while trueness, expressed as relative error (e%), was on the order of 6–8%. Hence accuracy was satisfactory.




3.5. Practical Applications


Once the procedures for determination of Tl(I) in standard reference materials were set up, the methods were transferred to herbal medicines samples—Taraxacun officinale weber, Eucalyptus globulus and Harpagophytum procumbens DC—sold on the market.



All samples were lyophilised, powdered, homogenised, dried at 80 °C for 24 h and solubilised for the analyses as described above (see Section 2.2).



The standard addition method was applied.



Experimental results relevant to three kinds of commercial herbal medicines are reported in Table 3.



Figure 2 reports the square wave anodic stripping voltammogram relevant to the thallium(I) determination in Taraxacun officinale weber.




3.6. Comparison between Spectroscopic and Voltammetric Measurements


As part of a validation procedure of the analytical method here proposed, spectroscopy was chosen as a comparison technique because it is well-established and with tested robustness [6,34]. The experimental confirmation of such a comparison/validation can be deduced from the results reported in Table 2 and Table 3: the agreement between the spectroscopic and voltammetric data is certainly good (differences lower than 7% for all the elements).



The two techniques can also be compared with respect to analytical and instrumental parameters. As for precision, trueness and detection limits, results obtained with the two techniques were in all cases good and comparable. The two techniques are then equivalent, although voltammetry offers some advantages over atomic absorption spectroscopy atomic in that, in most cases, it allows the simultaneous metals determination. However, it is correct to underline the fact that both Inductively Coupled Plasma (ICP) and Inductively Coupled Plasma-Mass Spectrometry (ICP-MS) also permit multielement determination.



Indeed, voltammetry based on the standard addition method, is a valid analytical technique (good selectivity and good sensitivity) for simultaneous determination of several elements in complex matrices. Moreover, it does not require enrichment steps, such as solvent extraction, or any particular sample pretreatments.



One of the most significant advantages of voltammetry lies in equipment-related costs. Such costs are very low in voltammetry while they are high for AAS, and extremely high (up to 25–30 times) for ICP and ICP-MS, the latter being required when multielement spectroscopic determinations are performed.





4. Conclusions


A new method for the voltammetric ultra-trace determination of thallium was validated by comparing it with a method based on atomic absorption spectroscopy. The advantages of the new method are rapidity, low-cost and overcoming the matrix-effect. The multi-analyte method here presented bypasses the problem of the copresence of many other metals, and it is applicable to every kind of natural matrix, even the more complex matrices. The herbal medicines here considered are complex matrices, and their accurate analysis is fundamental in human health protection.
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Figure 1. Square wave anodic stripping voltammograms of Tl(I), Pb(II), Sn(II) and Sb(III) in the absence of EDTA-Na2 (a), and in the presence of EDTA-Na2 (b). Concentrations (µg kg−1): 69.3 [Tl(I)], 203.1 [Pb(II)]; 76.6 [Sn(II)]; 49.6 [Sb(III)]. Experimental conditions: see Section 2.3. Supporting electrolyte: 0.5 mol L−1 ammonium citrate buffer pH 6.5 + 7.3·10−3 mol L−1 EDTA-Na2. 
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Figure 2. Square wave anodic stripping voltammograms of Tl(I), Pb(II), Sn(II) and Sb(III) in Taraxacum officinale weber. Experimental conditions: see Section 2.3. Supporting electrolyte: 0.5 mol L−1 ammonium citrate buffer pH 6.5 + 7.3·10−3 mol L−1 EDTA-Na2. 
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Table 1. Voltammetric and spectroscopic LODs of Tl(I) determined in the aqueous reference solution (µg L−1), in the solutions obtained by digestion of spinach leaves NIST-SRM 1570a and tomato leaves NIST-SRM 1573a, and in the solutions obtained by digestion of real samples (calculated in µg L−1 and expressed in µg kg−1). The determined values are the mean of five independent determinations; confidence level: 95%.
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	Voltammetry
	Spectroscopy





	Supporting electrolyte
	0.070
	0.13



	Solution from digestion of Spinach Leaves NIST-SRM 1570a
	2.7
	4.1



	Solution from digestion of Tomato Leaves NIST-SRM 1573a
	3.0
	4.5



	Solution from digestion of Taraxacum officinale weber
	2.9
	4.3



	Solution from digestion of Eucalyptus globulus
	2.4
	4.9



	Solution from digestion of Harpagophytum procumbens DC
	2.7
	4.7
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Table 2. Accuracy of the analytical procedure for the determination of Tl(I). The determined values are the mean of five independent determinations. Confidence level: 95%. Concentrations in µg kg−1. Spiked sample concentration for all the elements: 49.6 µg kg−1. The ratio of Tl to other analytes was the same as in Figure 2.
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Spinach Leaves NIST-SRM 1570a

	




	
Voltammetry

	
Spectroscopy




	
Results

	
e (%)

	
sr (%)

	
Results

	
e (%)

	
sr (%)




	
46.7 ± 3.6

	
−5.8

	
5.7

	
52.7 ± 3.5

	
+6.3

	
5.9




	
Tomato Leaves NIST-SRM 1573a

	




	
Voltammetry

	
Spectroscopy




	
Results

	
e (%)

	
sr (%)

	
Results

	
e (%)

	
sr (%)




	
52.6b ± 3.9

	
+6.0

	
5.8

	
46.4 ± 3.7

	
−6.5

	
6.1
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Table 3. Mean values of Tl(I) (µg kg−1) for Taraxacum officinale weber, Eucalyptus globulus and Harpagophytum procumbens DC sold on the market (Portomaggiore, Italy). The determined values are the mean of five independent determinations. Confidence level: 95%.
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	Voltammetry
	Spectroscopy





	Taraxacum officinale weber
	65.1 ± 4.7
	69.6 ± 4.9



	Eucalyptus globulus
	53.9 ± 3.7
	50.7 ± 3.9



	Harpagophytum procumbens DC
	40.9 ± 3.5
	43.7 ± 3.1
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